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STATION CE

SAMPLER
VFC SN 2488

SAMPLE DATE 7212003

FILTER NUMBER 02044252

GROSSGROS WEIGHT GRAMSGRAM C6 43833

TARE WEIGHT GRAMSGRAM C7 43564

NET WEIGHT GRAMSGRAM C8 00269

AVG AMBIENT TEMP DEG DO 591

SAMPLE TIME MINUTESMINUTE CI 14402

INITIAL DELTA PSTG IN H20 C12 205

FINAL DELTA PSTG IN H20 C13 216

AVG BAROMETRIC PRES MMHG C14 759

AVG DELTA PSTG MM HG C15 39

STAGNATION PRESSURE MMHG CI 720

AVG STAGNATION RATIO C17 0949

AVG AMBIENT TEMP DEG CI 15

AVG FLOW RATE QA M3MIN C19 1111

DESIGN FLOW RATE DIFFERENCE C20 17
AVG AMBIENT TEMP DEG C21 288

QSTD STD M3MIN C22 1148

VA M3 C23 1600

VSTD STD M3 C24 1654

CONCENTRATION UGLM3

PM1 CONCENTRATION UGLSTD M3 16

REMARKSREMARK

NOTESNOTE

CE IS CLEAN AIR AGENCY MONITORING SITE LOCATED AT

DUWAMISH 4752 MARGINAL WAY S SEATTLE

C8C67

CLODAILY AVG TEMP AT THE BEACON HILL MONITORING SITE

C14MNUAL AVG BAROMETRIC PRESSURE FOR WESTERN WA

C15ROUND254C12C1312
C16C14C15

C17ROUNDC161C143

C18FFOUNDCLO32180

C19CCNSULT MANUFACTURERSMANUFACTURER LOOKUP TABLE FOR SN 2488

UEE C17 AND C18 NUMBERSNUMBER TO DETERMINE QA VALUE

C20ROUNDC191 1311 131001

C21C18273

C22ROUNDC19C14176029

C23ROUNDC19C110

C24ROUNDC22C1 10
PM1O CCNCENTRATIONROUNDC8
PM1O CONCENTRATION STPROUNDC810OO000240
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PU

STATION CE

SAMPLER
VFC SN 2488

SAMPLE DATE 91242003

FILTER NUMBER 02044308

GROSSGROS WEIGHT GRAMSGRAM C6 44555

TARE WEIGHT GRAMSGRAM C7 44043

NET WEIGHT GRAMSGRAM C8 00512

AVG AMBIENT TEMP DEG CLO 617

SAMPLE TIME MINUTESMINUTE CI 14404

INITIAL DELTA PSTG IN H20 4C12 202
FINAL DELTA PSTG IN H20 C13 211

AVG BAROMETRIC PRES MMHG CI 759

AVG DELTA PSTG MMHG C15 39

STAGNATION PRESSURE MMHG C16 720

AVG STAGNATION RATIO C17 0949

AVG AMBIENT TEMP DEG C18 17

AVG FLOW RATE QA M3LMINC19 1114

DESIGN FLOW RATE DIFFERENCE C20 14
AVG AMBIENT TEMP DEG C21 290

QSTD STD M3MIN C22 1143

VA M3 C23 1604

M3 C24 1646

PM1O CONCENTRATION UGM3 32

PM1O CONCENTRATION UGSTD M3 31

REMARKSREMARK

NOTESNOTE

CE IS CLEAN AIR AGENCY MONITORING SITE LOCATED AT

DUWAMISH 4752 MARGINAL WAY S SEATTLE

C8C6C7

CLODAILY AVG TEMP AT THE BEACON HILL MONITORING SITE

C14ANNUAL AVG BAROMETRIC PRESSURE FOR WESTERN WA

C15ROUND254C12CL 3211360

C16C14C15

C17ROUNDCL 6C143

C18ROUNDCL 032180
C19CONSULT MANUTACTURERSMANUTACTURER LOOKUP TABLE FOR SN 2488

USE C17 AND C18 NUMBERSNUMBER TO DETERMINE QA VALUE

C20ROUNDC191 13I 131001

C21C18273

C22ROUNDC19C14F76029

C23ROUNDC19CL 10

C24ROUNDC22CL 10
PM1O CONCENTRATIONROUNDC8
PM1O CONCENTRATION STPROUNDC81000000C2
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CT FILTO

STATION CE
SAMPLER
VFC SN 2488

SAMPLE DATE 12172003

FILTER NUMBER 02044432
GROSSGROS WEIGHT GRAMSGRAM CG 44026
TARE WEIGHT GRAMSGRAM C7 43540
NET WEIGHT GRAMSGRAM C8 00486

AVG AMBIENT TEMP DEG FCLO 448
SAMPLE TIME MINUTESMINUTE CLI 14390
INITIAL DELTA PSTG IN H20 C12 193
FINAL DELTA PSTG IN H20 C13 206
AVG BAROMETRIC PRES MMHG CI 759

AVG DELTA PSTG MM HG CI 37

STAGNATION PRESSURE MMHG CL 722

AVG STAGNATION RATIO CI 0951

AVG AMBIENT TEMP DEG C18
AVG FLOW RATE QA M3MIN CI 1105
DESIGN FLOW RATE DIFFERENCE C20 22
AVG AMBIENT TEMP DEG C21 280
QSTD STD MSMM C22 1175
VA M3 C23 1590

VSTD STD M3 C24 1690

CONCENTRATION UGM3 31

PM1 CONCENTRATION UGSTD M3 29

REMARKSREMARK

NOTESNOTE

CE IS CLEAN AIR AGENCY MONITORING SITE LOCATED AT

DUWAMISH 4752 MARGINAL WAYSWAY SEATTLE

C8C67

CLODAILY AVG TEMP AT THE BEACON HILL MONITORING SITE

C14MNUAL AVG BAROMETRIC PRESSURE FOR WESTERN WA
C15ROUND254C12C13Y2
C16C14C15

C17ROUNDCLFC143

CI 8ROUNDC1 032I 80
C19CONSUFT MANUFACTURERSMANUFACTURER LOCKUP TABLE FOR SN 2488

USE C17 AND C18 NUMBERSNUMBER TO DETERMINE QA VALUE

C20ROUNDC19113113
C21C18273

C22ROUNDC19CL 417602981C213

C23ROUNDC19C11O

C24ROUNDC22C1 10
PMIO CONCENTRATJONFLOUNDC
PM1O CONCENTRATION STPROUNDC81000000C2
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